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Copper oxide has been detected in the cop- 
per containing alloys of NBS Standard 
Reference Material (SRM) 482. This occur- 
rence is significant because it represents 
heterogeneity within a standard reference 
material that was certified to be homoge- 
neous on a micrometer scale. Oxide occurs 
as elliptically to spherically shaped pre- 
cipitates whose size differs with alloy com- 
position. The largest precipitates occur in 
the Au20-Cu80 alloy and range in size 
from submicrometer up to 2 |j.m in di- 
ameter. Precipitates are observed using 
light microscopy, electron microscopy, 
and secondary ion mass spectrometry 
(SIMS). SIMS has demonstrated that the 
precipitates are present within all the SRM 
482 wires that contain copper. Only the 
pure gold wire is precipitate free. Initial re- 
sults from the analysis of the Au20-Cu80 
alloy indicate that the percentage of precip- 
itates is less than 1 % by area. Electron 
probe microanalysis (EPMA) of large 



(2 (jLm) precipitates in this same alloy in- 
dicates that precipitates are detectable by 
EPMA and that their composition differs 
significantly from the certified alloy com- 
position. The small size and low percent- 
age of these oxide precipitates minimizes 
the impact that they have upon the in- 
tended use of this standard for electron 
probe microanalysis. Heterogeneity 
caused by these oxide precipitates may 
however preclude the use of this standard 
for automated EPMA analyses and other 
microanalysis techniques. 
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Introduction 



Standard Reference Material (SRM) 482 was issued 
in 1969 by the National Bureau of Standards (NBS)'. It 
has been continuously available to the public for 33 
years. The standard consists of a set of six wires (Fig. 1). 
Each wire is of a different composition within the cop- 
per-gold binary alloy system. Two uncoated wires repre- 
sent the pure end member compositions of pure copper 
(Cu) and pure gold (Au). The remaining four wires are 
alloys with nominal compositions varying in steps of 0.2 

NBS was renamed The National Institute of Standards and Technol- 
ogy (NIST) in 1987. 



mass fraction. For identification purposes, each alloy 
wire was coated with a different colored paint. Their 
composition and color is as follows: Au20-Cu80 (red), 
Au40-Cu60 (blue), Au60-Cu40 (yellow), and AuBO- 
Cu20 (gray). Each wire is approximately 5 cm long and 
0.5 mm in diameter. SRM 482 was issued specifically 
as a standard for microanalysis. Therefore, each wire 
was certified for both chemical composition and homo- 
geneity on a micrometer scale (Appendix A). 

At the time that SRM 482 was issued, Heinrich [1] 
reported that there was concern about the usefulness of 
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Fig. 1. SRM 482. Copper-Gold binary alloys for microanalysis. The SRM is a set of six wires. Wires are approxi- 
mately 5 cm long and 0.5 mm in diameter. Each wire has a different composition within the copper-gold binary system. 



the electron probe microanalyzer (EPMA) as a quantita- 
tive tool for chemical analysis. Often, analyses per- 
formed on the same material by different experienced 
investigators varied in excess of 10 % relative. Factors 
contributing to these high relative errors included sys- 
tematic errors in addition to errors resulting from the 
application of different matrix correction procedures. 
Additionally, Heinrich determined that a major con- 
tributing factor to these errors was the lack of standard 
materials of accurately known chemical composition 
and microscopic homogeneity [2]. SRM 482 was then 
issued in response to this need for chemically character- 
ized homogeneous standards. 

Since the time it was issued, SRM 482 has been well 
accepted and widely used throughout the microanalysis 
community. Uses include the evaluation and modifica- 
tion of matrix correction procedures [3-7], evaluation of 
EPMA instrument performance [8], and investigation of 
systematic errors associated with electron probe micro- 
analysis [9]. To this day, SRM 482 remains one of a very 
limited number of standard reference materials available 
from NIST that is certified to be homogeneous on a 
microscopic scale [10]. 

Recently, homogeneity of SRM 482 has been ques- 
tioned. Carlton reported the occurrence of spots on 
metallographically prepared surfaces of the Au20-Cu80 
and the Au60-Cu40 wires [11]. The presence of these 
spots was then verified by independent preparations per- 
formed at NIST [12]. 



The occurrence of these spots raises the following 
questions: 

(1) Do the spots represent heterogeneity within the 
wires or are they artifacts that were created during 
metallographic sample preparation? 

(2) What is the chemical composition of these spots? 

(3) Does the occurrence of these spots affect the use 
of SRM 482 as a standard for electron probe microanal- 
ysis? 

(4) If these spots represent heterogeneity within the 
wires, then why were they not detected prior to certifi- 
cation and why have they not been reported in 33 years 
since SRM 482 was issued? 

The purpose of this manuscript is to report results 
from work that is in progress to answer these questions 
and investigate the possibility of heterogeneity within 
SRM 482. Our investigation centers on the Au20-Cu80 
wire because the spots are largest and appear most abun- 
dant in this composition. Therefore, if the spots do sig- 
nificantly affect the microanalysis of SRM 482, we 
would expect this effect to be most noticeable in the 
Au20-Cu80 wire. 



2. Samples, Preparation, and Initial 
Observations 

When the wires of SRM 482 were manufactured, they 
were drawn as one continuous wire [1]. Wire length was 
approximately 150 m. Extensive homogeneity testing 
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was performed prior to the issuance of SRM 482 as a 
standard for microanalysis [1]. This original homogene- 
ity testing is summarized in Appendix B and Fig. 12. 
Historically, there has been only one issue of SRM 482. 
Therefore, wire sets (SRM 482) obtained today should 
be equivalent to those purchased 30 years ago. 

2.1 Samples 

At NIST, three different sets of SRM 482 were used 
to investigate the reported occurrence of spots on metal- 
lographically prepared surfaces of these wires. Two sets 
were new boxes of SRM 482 obtained from the office of 
The Standard Reference Materials Program (SRMP). 
The third set was donated by Carlton and consisted of 
pieces of wire from the set that was originally reported 
to contain these spots [11]. The wire sets obtained from 
SRMP represent random samples of SRM 482 that are 
currently available for sale to the general public. For the 
remainder of this manuscript, wire sets purchased from 
SRMP will be referred to as set A and set B. Carlton's 
wires will be referred to as set C. 

2.2 Sample Preparation 

At NIST, initial preparations consisted of one metal- 
lographically polished mount from each set (A, B, and 
C). The wires were mounted in aluminum so that the 



samples would be completely conductive in the electron 
beam without the need to add a conductive surface coat- 
ing such as carbon. Each wire was mounted into a 6.3 
mm (1/4 in) diameter aluminum rod that had been pre- 
viously cut into pieces referred to as "bullets." Bullets 
are approximately 6 mm to 7 mm long. In order to 
mount the wires into the bullets, a single hole was drilled 
into one end of each bullet (Fig. 2). A #76 drill bit 
produced a hole just slightly larger than the diameter of 
the wire itself. Holes were drilled to a depth of 1.5 mm 
and wires were cut into pieces approximately 2 mm 
long. The wire pieces were then inserted into the holes 
and press fit down into the aluminum bullets using a 
mounting press. All six wires from each set were pre- 
pared in this manner. These six bullets were then in- 
serted into a single bullet holder 25.4 mm (1 in) in 
diameter (Fig. 2). At this point the wires were ready for 
grinding and polishing. 

Samples were ground and polished using a Buehler 
Ecomet 3 Variable Speed Grinder/Polisher interfaced 
with an Automet 2 Power Head'. As a guide, we fol- 
lowed the grinding and polishing procedure recom- 
mended for the preparation of copper and copper alloys 
by ASM International [13]. Our initial preparation pro- 
cedure is listed as preparation procedure #1 in Appendix 
C. 




(A) 



(B) 



(C) 



Fig. 2. SRM 482 wires are mounted into aluminum bullets prior to grinding and polishing. (A) Using a #76 drill bit, a hole 
slightly larger than the diameter of the wire is drilled into each bullet. Holes are drilled 1.5 mm deep. Wire pieces are cut 
to a length of 2 mm. (B) Wire pieces are inserted into drilled holes. The wire is then impressed down into the holes using 
a mounting press. (C) Six bullets, (one for each wire composition in SRM 482) with wires impressed, are mounted into a 
25.4 mm (1 in) diameter bullet holder for grinding and polishing. 

" Certain commercial equipment, instruments, or materials are identi- 
fied in this paper to foster understanding. Such identification does not 
imply recommendation or endorsement by the National Institute of 
Standards and Technology, nor does it imply that the materials or 
equipment identified are necessarily the best available for the purpose. 
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2.3 Light Microscope Observations 

When we analyzed our preparations using the Hght 
microscope, our observations were similar to those re- 
ported by Carlton [11]. Spots were observed in the 
Au20-Cu80 wire (Fig. 3) from all three sets (A, B, and 
C) of SRM 482. Spots were also observed in pure cop- 
per, Au40-Cu60 and Au60-Cu40 wires in at least one, 
but not all three of the prepared sets. No spots were 
observed by light microscopy in the Au80-Cu20 or the 
pure gold wires. 

The observed spots are circular in cross-section and 
dull gray in color when observed in bright field reflected 
light (Fig. 3A). In dark field and crossed polarized light, 
spots are often, but not always, bright red in color. In 
some preparations we observed that the spots could not 
be seen in polarized or darkfield illumination even 
though they were easily observed in bright field illumi- 
nation. Spot size was observed to differ with wire com- 
position. Spots are largest and most easily observed in 
the Au20-Cu80 wire, where they range in size from 
sub-micrometer up to approximately 2 |xm in diameter. 
In wires of other composition, the spots are approxi- 
mately 1 jjim or less in diameter. Spots of this size are 
difficult to distinguish from diamond abrasives that have 
become impressed into these wires during sample 
preparation (Fig. 3B). 

After observing spots in our preparations, we ob- 
tained and examined one of the original NBS standard 
mounts. The Microanalysis Research Group at NBS/ 
NIST has used this standard mount for the past 3 
decades. It was metallographically prepared and repol- 
ished as needed over the years by workers other than the 
current authors. Interestingly, no spots were observed 
when this original preparation was examined by both 
light and scanning electron microscopy. 

Did the spots that we observed represent heterogene- 
ity or were they artifacts from the sample preparation 



r. 



procedure? It was evident that additional work was re- 
quired to answer this question. 

3. Auger Analysis 

Carlton reported that the characteristics of the ob- 
served spots were consistent with the properties of cop- 
per oxide [11]. His conclusion was based upon the facts 
that the spots are red in color when viewed by cross-po- 
larized light microscopy and that EPMA analysis 
showed that they contain copper and oxygen. The red 
coloration observed with cross-polarized light mi- 
croscopy is consistent with the properties of cuprous 
oxide CU2O. At NIST however, we observed that these 
spots are not always red in color when viewed with 
cross-polarized illumination. Also, some uncertainty re- 
mained as to whether oxygen detected by electron probe 
microanalysis originated within the spots themselves or 
whether it was due to a thin oxide coating covering the 
spots. 

We used Auger analysis to verify that the composition 
of these spots was copper oxide and also to demonstrate 
that oxygen detected by EPMA analysis originated from 
the spots and was not due to an oxide surface coating. 
Auger analyses were performed using a JEOL 7830F 
Scanning Auger Microprobe with a thermally assisted 
field emitter electron source and an ultra high vacuum 
specimen chamber. This Auger microprobe is equipped 
with an argon ion gun that is used to sputter clean the 
surface of the sample prior to analysis. The Au20-Cu80 
wire was analyzed after the surface was thoroughly 
sputtered to remove any oxide film. Several spots were 
analyzed. These spots contained copper and oxygen 
(Fig. 4). Analysis of the wire itself (off spot in Fig. 4) 
detected only copper and gold. These analyses verified 
that the composition of the observed spots was copper 
oxide. 




. I 

10 [.im 




(A) 



(B) 



Fig. 3. Spots observed in Au20-Cu80 wire. (A) Light microscope image. (B) Backscatter electron image. Note 
the occurrence of the impressed diamond abrasives (< 0.5 |j.m). 
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Fig. 4. Auger Spectra from the Au20-Cu80 wire. (A) Analysis taken on one of the observed spots. The spot analysis contains copper and oxygen 
only. (B) Analysis from the wire itself contains copper and gold only. 

4. Secondary Ion Mass Spectrometry 

(SIMS) 

After the spots were identified as copper oxide, it 
became important to investigate the distribution of these 
oxides with depth in our pohshed samples. If the copper 
oxide spots were preparation artifacts, then we would 
expect them to be concentrated at the surface and de- 
crease in number with depth (distance from the surface). 
We chose secondary ion mass spectrometry (SIMS) as 
a tool to investigate this distribution of copper oxide 
spots with depth. In SIMS, energetic ions bombard the 
sample and sputter down through the surface prepara- 
tion into regions of the sample unaltered by sample 
preparation. 

SIMS analyses were performed using a Cameca IMS 
4F ion microscope. Cesium ions were used to bombard 
the samples at an impact energy of 14.5 keV. Negative 
secondary ions were detected and the typical field of 
view was 150 |xm. Images were acquired with a 14 bit 
scientific grade slow scan CCD camera using integra- 
tion times of 10 s to 15 s. The first sample analyzed was 
a metallographic preparation of the Au20-Cu80 wire 
from set A. During analysis, a crater was sputtered down 
through the polished cross-sectional surface of the wire. 
Crater depth was approximately 16 jjim. While sputter- 
ing, a series of oxygen ion images were collected as a 
function of increasing depth below the sample surface. 
In Fig. 5, these images are stacked and projected to 
obtain a three dimensional view that represents our ob- 
servations during the sputtering process. In this figure, 
spherical copper oxides appear as elongated vertical 
streaks due to the combination of an elongated vertical 
(depth) scale and different sputtering rates between the 



150 |J,m 



Fig. 5. Projected three-dimensional SIMS oxygen ion image of the 
Au20-Cu80 wire. This image was formed by collecting and stacking 
approximately 90 linages taken at regular intervals while sputtering 
down through the polished surface of the wire. The stacked images 
were then projected using the "nearest point" projection method 
(Scion Image available at www.scioncorp.com) so as to be viewed 
from the side. This produced a three-diinensional image of the sputter- 
ing event. Sputtering depth was approximately 16 p-m. Spherical ox- 
ides appear elongated in this image due to the combination of an 
elongated depth scale and different sputtering rates between the oxides 
and the metallic wire. 

oxide and the metal wire. Small (submicrometer) oxide 
spheres were sputtered away rapidly while larger 
spheres (approximately 2 |xm in diameter) remained 
present during the entire sputtering event (represented 
by vertical streaks from top to bottom in Fig. 5). Oxides 
were continually encountered and exposed at increasing 
depth within this sample. The concentration of oxide 
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precipitates remained approximately constant through- 
out the sputtering event. In the same experiment, the 
remaining wires from set A were analyzed. All wires 
except the pure gold and the Au40-Cu60 contained cop- 
per oxide precipitates (Fig. 6). For each wire that con- 
tained oxides, we verified that these oxides were dis- 
tributed with depth in our metallographically prepared 
cross-sections. The results of the SIMS experiment indi- 
cate that copper oxides are precipitates within the wires 
themselves and not sample preparation artifacts. To ver- 
ify this conclusion, wires from set B were also analyzed. 
These wires however, were not metallographically pre- 
pared. Instead, cross-sections were prepared by cutting 
(shearing) the wires with a razor blade. SIMS analysis 
of the sheared surfaces showed that all of the wires 
except the Au60-Cu40 and the pure gold contained ox- 
ide precipitates. In all cases, these precipitates were 
once again observed to be distributed with depth in 
these wires (Fig. 6). 

It is important to note that the pure copper wire con- 
tains oxide precipitates (Fig. 6). This indicates that a 
possible source of precipitates in SRM 482 may have 
been the pure copper starting material that was used to 
manufacture these alloys. Another observation of impor- 



tance is that copper oxide precipitates may not be evenly 
distributed along the lengths of the wires. This can be 
seen in Fig. 6 where oxide precipitates are present in the 
Au40-Cu60 wire in set B but not in this same wire 
composition in set A. Similarly, precipitates are ob- 
served in the Au60-Cu40 wire in set A but not in set B. 
In summary, SIMS provided useful qualitative infor- 
mation for analyzing the wires in SRM 482. The tech- 
nique is extremely sensitive for detecting oxygen (typi- 
cal detection limits in the parts per million range). 
Impressed diamond abrasives did not interfere with 
SIMS analyses as they do with light and electron mi- 
croscopy. This is important because it allowed us to 
detect oxide precipitates in alloys such as Au80-Cu20 
that were previously thought to be oxide free. 



5. Image Analysis and EPMA 

Once we determined that the spots in SRM 482 were 
oxide precipitates rather than sample preparation arti- 
facts, it became important to determine their abundance 
and also to measure the effect that they have on EPMA 
analysis. 



SRM 482 Box A (Full Metallogmphic preparation) 
^'i-00 Cu80 Cu60 Cu40 Cu 20 




150 irni 



SRM 482 Box B (No Metallographic Preparation) 




CulOO 



Cu80 



Cu60 



Cu40 



Cu20 



Fig. 6. SIMS oxygen ion images for two different samples of SRM 482. The upper row of images was prepared from box 
A. These samples received a full metallographic preparation according to preparation procedure #1 in Appendix B. The lower 
row of images was prepared from box B. These wires were cut (sheared) using a razor blade and received no metallographic 
sample preparation. Note that inclusions are observed in the Au40-Cu60 wire from box B but not from box A. Similarly, 
inclusions are observed in the Au60-Cu40 wire from box A but not froin box B. 
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5.1 Image Analysis 

Image analysis was used to estimate the area percent- 
age of copper oxide precipitates in the Au20-Cu80 wire. 
A series of backscatter electron images was collected 
across a randomly selected diameter of the wire (Fig. 7). 
Twenty-four images were collected, each at a magnifi- 
cation of 5000 X. Backscatter imaging mode was se- 
lected because there is considerable contrast between 
copper oxide precipitates and the surrounding wire. Pre- 
cipitates appear as dark spots against the lighter back- 
ground of the wire (Fig. 3 and Fig. 7). After image 
collection, we used the Lispix' image analysis software 
to estimate the concentration of the copper oxide precip- 
itates [14]. 




#7 



Fig. 7. Image analysis procedure used to determine the area percent- 
age of copper oxide inclusions in the Au20-Cu80 wire. Images were 
collected across a randomly selected diameter of the wire. The 7th and 
17th image collected are shown. The area percentage copper oxide 
was determined to be between 0.2 % and 0.9 %. Scale: Wire diameter 
is approximately 0.5 mm. Image width for #7 and #17 is approxi- 
mately 24 jjLm. 

During image analysis, it was difficult to differentiate 
between copper oxide precipitates and impressed dia- 
mond abrasives (Fig. 3 and Fig. 7). Since the average 
atomic number of copper oxide is considerably higher 
than that of diamond, we tried to differentiate between 
these two phases by simply adjusting instrument con- 
trast during image acquisition. As instrument contrast is 
increased, copper oxide should become lighter in color 
(or gray) before the impressed diamond abrasive parti- 
cles. For this application, the technique did not work. As 
EPMA contrast was increased, the thin edges of the 
diamond abrasive particles allowed transmittance of 
backscattered electrons from the wire below, and 
thereby rendered this technique ineffective. 

Consequently, particle size was used as the criterion 
to differentiate between copper oxide and impressed 
diamond abrasives. Although particle differentiation 
based solely on size is not ideal, it did allow us to 
estimate both a minimum and maximum area percent- 
age for the copper oxide precipitates. Since 0.5 |xm 

^ Available at www.nist.gov/lispix. 



diamond abrasive was used in the final preparation step, 
particles less than or equal to 0.5 jjim were arbitrarily 
considered to be abrasive while particles larger than 0.5 
|jLm were considered to be copper oxide. For the sample 
of Au20-Cu80 analyzed, the minimum area percentage 
was determined to be 0.2 % while the maximum was 
0.9 %. Therefore, the true area percentage of copper 
oxide in this cross-section is between the values of 0.2 % 
and 0.9 %. 

5.2 EPMA 

The electron probe microanalyzer was used to deter- 
mine whether copper oxide precipitates have a measur- 
able effect on this standard. Data was collected using a 
JEOL 8600 electron probe microanalyzer operating at 
15 kV and 30 nA. Beam diameter was approximately 1 
|jLm. An operating voltage of 15 kV was selected as a 
compromise to minimize the electron excitation volume 
(while analyzing small precipitates) but still retain suffi- 
cient overvoltage needed to measure CuKa and AuLa 
radiation. Using wavelength dispersive spectrometry 
(WDS), Cu Ka and Au La x rays were measured using 
a lithium fluoride (LIF) diffracting crystal. A thallium 
acid phthalate (TAP) crystal was used to measure copper 
La X rays. Gold Ma was measured using a pentaery- 
thritol crystal (PET). Oxygen content was calculated by 
difference. Even though the oxygen content was calcu- 
lated by difference, a spectrometer was tuned to oxygen 
Ka radiation and used in a qualitative capacity to check 
for the presence of oxygen during the analyses. EPMA 
results are listed in Table 1. 

Table 1. NBS/NIST Certified Values: Au = 20.1, Cu = 79.8/. Elec- 
tron probe microanalysis data for Au20-Cu80 wire 



N" 



CuKa CuLa AuLa AuMa C 



Spots 11 Average 85.14 85.97 7.01 7.16 6.87 

(precipitates) 

Std. dev. 1.06 1.26 2.81 2.57 1.42 



Wire 



36 Average 79.84 
Std. dev. 0.39 



80.66 
0.33 



19.56 18.58 
0.36 0.27 



"All reported values are in mass fraction X 10 . 

'' Number of analyses. 

' Oxygen concentration was calculated by difference. 

EPMA analyses were collected in scanning mode for 
both the precipitates and the matrix of the Au20-Cu80 
alloy. For precipitate analysis, we centered the precipi- 
tate image on the cathode ray tube (CRT) and then 
decreased the scan length (increased the magnification) 
until the precipitate image completely filled the CRT 
screen. We then adjusted the scan length to the mini- 
mum value (maximized the magnification) to assure 
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that the beam intersected the sample surface within the 
boundaries of the precipitate. For analysis of the alloy, 
we calculated the electron range within the Au20-Cu80 
wire using the Kanaya-Okayama electron range equation 
[15]. For 15 kV electrons, the range was determined to 
be 0.8 |xm. Therefore, to avoid possible interference 
from precipitates exposed at the surface, the alloy was 
analyzed at distances greater than 2 |xm from precipitate 
boundaries. 

Eleven large (~ 2 |xm diameter) copper oxide precip- 
itates were analyzed. These analyses were observed to 
differ significantly from NBS certified values for this 
alloy. The copper concentration of 0.851 mass fraction 
(CuKa) within the precipitates is approximately 5 % 
higher than the certified value of 0.798 mass fraction for 
this alloy composition. The gold composition of 0.07 
mass fraction ( AuLa) is approximately 1 3 % lower than 
the certified value of 0.201 mass fraction. These analy- 
ses indicate that heterogeneity does exist in the Au20- 
Cu80 wire at a level that can be measured by EPMA. 
The alloy itself was then analyzed to determine whether 
copper oxide precipitates have any effect upon the bulk 
composition of the wire. Thirty-six analyses were col- 
lected and the measurements were determined to be in 
agreement with NBS certified values for this wire. All 
measured x rays except the gold Ma were within two 
standard deviations of NBS certified values. 



6. Discussion 

Since copper oxide is readily detected by EPMA (at 
least in Au20-Cu80 wire), one has to question why it 
was not discovered during the original homogeneity 



testing and why it has not been reported in 33 years 
since this standard was issued. Before addressing this 
question however, we need to establish that copper oxide 
formed as precipitate inclusions at the time these wires 
were manufactured rather than having formed by oxida- 
tion or corrosion over time. 

SRM 482 has been stored under indoor air condi- 
tioned atmospheres with temperatures ranging between 
20 °C and 25 °C and estimated relative humidity ranging 
from 20 % to 70 %. Copper exposed to indoor atmo- 
spheres oxidizes to form a tarnish that completely envel- 
ops the exposed surface [16]. This tarnish forms a pro- 
tective layer [17] that retards the rate of further oxidation 
proportionally to the square root of time [16]. Even 
under conditions of outdoor exposure and extreme syn- 
thesized laboratory atmospheres (where the corrosion is 
extensive enough to form a removable scale), oxide cor- 
rosion still occurs as a continuous film with no evidence 
of any localized attack or corrosion pitting [18,19]. 
Therefore, it seems unlikely that the oxides in these 
alloys formed as a result of an oxidation reaction over 
time. Further evidence substantiating the conclusion 
that these oxides do not result from an oxidation reaction 
can be found in the distribution of the oxides. Oxides in 
the Au20-Cu80 and the Au60-Cu40 wires are observed 
to be concentrated in the interior of the wire (Fig. 8). 
The rim is nearly oxide free. Had these oxides formed 
by oxidation or corrosion, one would expect the oxides 
to be concentrated in the outer rim rather than the cen- 
tral core of the wire. 

On the other hand, inclusions of oxide are a common 
occurrence in metallic copper and copper wire [20,21]. 
Oxygen is added to copper during the refining process 
to scavenge and remove impurities such as hydrogen and 



Cu80-Au20 



Cu40-Au60 




Oxide free 



run 




150 ^m 



150 |xm 



Fig. 8. Oxygen ion SIMS images of the Au20-Cu80 and the Au60-Cu40 wires. These images show that oxides 
are concentrated in the interior of the wire and that there is a rim 50 jjim to 100 (jLin wide around the exterior of 
the wire that is greatly reduced in oxide content. 
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sulfur. Residual oxygen then occurs as cuprous oxide 
inclusions (CU2O) [20,21]. Oxygen concentrations are 
normally between 2 X 10 '' mass fraction and 6 X 10 * 
mass fraction (200 ppm to 600 ppm). It is important to 
note that even high purity copper (such as the 
99.9999 % pure copper used as a starting material for 
these SRM wires [1]) may contain oxygen concentra- 
tions in the range of 200 ppm to 600 ppm. This is 
because samples are not tested for oxygen content when 
purity testing is performed on a metals basis. 

Several reasons may explain why oxide inclusions 
were not detected during the original homogeneity test- 
ing of SRM 482. One possibility is that homogeneity 
testing was performed in oxide free regions of the wires. 
As we have seen from SIMS analyses, the distribution of 
oxides with wire length is not uniform for the Au40- 
Cu60 and the Au60-Cu40 wires. The same may be true 
for other wires in SRM 482. Even though the original 
homogeneity testing was extensive (appendix B), it was 
localized to three places along the length (150 m) of 
each wire [1]. 

The most likely explanation why oxide inclusions 
were not observed during homogeneity testing may be 
due to metallographic sample preparation. During sam- 
ple preparation, we observed that some metallographic 
procedures retained the oxide precipitates leaving them 
visible. Other metallographic techniques either removed 
the precipitates from the surface or smeared soft metal 
over top of them, thereby leaving them unobservable by 
light and electron microscopy. It is a well-known fact 
that nonmetallic inclusions are easily lost during prepa- 
ration of metallic samples [22,23]. The physical and 
mechanical properties of inclusions vary considerably 
from those of the host metal and retention of these 
inclusions during metallographic preparation may re- 
quire special techniques and attention to detail. As an 
example, Chalfant [24] was able to retain and observe 
lead inclusions in leaded steels only by using a carefully 



developed metallographic procedure in which the pH of 
the final alumina polishing suspension was kept exactly 
neutral (pH 7). Previous to these preparations, the steel 
industry had incorrectly assumed that lead was present 
as submicroscopic dispersions or as precipitated lead 
compounds. Samuels [22] states that, "The use of dia- 
mond abrasives is almost obligatory when examination 
of inclusions is important." In addition, we have ob- 
served that the selection of polishing cloths is also im- 
portant to the retention/observation of oxide inclusions 
in copper-gold alloys. This is illustrated in Fig. 9, where 
micrographs (A) and (B) are images of the same wire 
mount that was prepared two different ways. In mi- 
crograph (A), the wire was prepared following our 
preparation procedure #1 (Appendix C, Table 2). Oxide 
precipitates are clearly visible in this preparation. The 
same mount was then prepared a second time following 
preparation procedure #2 (Appendix C, Table 2). Oxide 
precipitates were not observed after this second prepara- 
tion (micrograph (B) Fig. 9). Since the abrasives used in 
both preparation procedures are the same (silicon car- 
bide followed by diamond paste), the only differences 
between the two procedures are lubricants and polishing 
cloths. We repeated procedure #1 using water-based 
lubricants and found that this change did not make a 
significant difference in the observation of the copper 
oxide precipitates. Therefore, we conclude that the 
choice of polishing cloths is important for the retention 
and observation of copper oxide inclusions when prepar- 
ing SRM 482. In our preparations, oxide inclusions were 
lost during the final stages of sample preparation (Fig. 
10). Even when we prepared the standard following pro- 
cedure #2 (oxides not retained), we observed that the 
oxides were clearly visible after step 3 (3 jjim diamond 
paste on Texmet 1000). Observation after step 4 (1 |xm 
diamond paste on Texmet 1000) indicated that oxides 
were beginning to disappear while abrasives were be- 
coming impressed. After step 5 (0. 1 ixm diamond paste 




I 

10 ^tm 



(A) 




(B) 



Fig. 9. Au20-Cu80. (A) and (B) are reflected light images of the same wire that has been prepared using preparation 
procedure #1 and #2 respectively in Appendix C. Copper oxide inclusions are easily observed in (A) but not (B). 
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(A) 



(B) 




(C) 

Fig. 10. Bright field reflected light micrographs showing the surface condition after different steps in preparation 
procedure #2 (Appendix C). (A) Surface condition after 3 (im diamond paste on a Texmet 1000 cloth (step #3). 
Although scratches are abundant, oxide inclusions are easily observed and there is little evidence of impressed 
abrasives. (B) Surface condition after 0.1 (jim diamond paste on a Texmet 1000 cloth (step #4). Impressed 
abrasives are now abundant. (C) Surface after 1 |jLm diamond paste on a Texmet 1000 cloth (step #5). Impressed 
abrasives are abundant. Oxide inclusions are no longer easily identified. 



on Texmet 1000), it was difficult to observe oxides in 
this sample. 

In conclusion, care must be taken during final prepa- 
ration steps in order to retain and observe oxide inclu- 
sions in SRM 482. In general, diamond abrasives on 
napped cloths preserve oxide inclusions while the same 
abrasive on unnapped chemotextile (Texmet) cloths ei- 
ther remove oxides from the prepared surface or smears 
soft metal on top of them. 

When sample preparation techniques result in copper 
oxide precipitates not being exposed at the surface, they 
may be difficult to detect using EPMA. Figure 1 1 repre- 
sents Monte Carlo calculations for emitted x rays at 20 
keV for a film of composition Au20-Cu80 on top of a 
bulk composition of copper oxide. These calculations 
indicate that the gold signal from the overlying film is 
completely unaffected by a copper oxide substrate when 
the film thickness (Au20-Cu80) is only 500 nm. Simi- 
larly, the oxygen signal from the copper oxide substrate 
is lost when covered by a film thickness of only 200 nm. 



7. Future Work 

Work is in progress to determine copper oxide con- 
centration in wires other than the Au20-Cu80. Bulk 
chemical analyses will be used to eliminate the diffi- 
culty in distinguishing between oxide precipitates and 
impressed diamond abrasive. Once the concentration of 
oxide precipitates is known, their effect on the bulk 
chemical composition of the wires of SRM 482 can be 
determined. Further EPMA analyses may be performed 
on other wires of SRM 482 to determine whether oxide 
precipitates in other compositions are detectable by 
EPMA. 

We are currently working on the development of a 
sample preparation procedure for SRM 482. Ideally, we 
prefer to avoid chemical etchants because they may alter 
the chemistry of these standards. The recommended 
procedure should retain oxide inclusions while eliminat- 
ing impressed abrasives. 
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standards should be avoided since this practice may re- 
sult in the analysis of precipitates rather than the alloy. 
Oxide precipitates may adversely affect the use of SRM 
482 for high spatial resolution microanalysis techniques 
such as SIMS and Auger electron spectroscopy. Also, 
avoiding oxide precipitates in the environmental scan- 
ning electron microscope (ESEM) will be difficult be- 
cause of electron beam broadening effects resulting 
from gaseous molecules in the sample chamber. 




100 200 300 400 SOO 600 

Film thickness (nm) 

Fig. 11. Monte Carlo calculations of emitted x rays for Au20-Cu80 at 
an electron accelerating potential of 20 keV. For these calculations, we 
considered a film of composition Au20-Cu80 overtop of a bulk com- 
position of copper oxide. Note that the oxygen signal from the copper 
oxide substrate is lost when covered by a film thickness of only 200 
nm. Also, gold La x rays are no longer affected by the copper oxide 
substrate at a film thickness of 500 nm. 



8. Conclusions 

Copper oxide precipitates have been observed in all 
wires of SRM 482 except the pure gold wire. Precipi- 
tates are spherically shaped and their size varies with 
wire composition. They are largest and most easily ob- 
served in the Au20-Cu80 wire with sizes ranging from 
submicrometer up to 2 (jim in diameter. 

Initial investigations indicate that precipitates might 
not always be observed in SRM 482. SIMS analyses 
indicate that inclusions may not be evenly distributed 
along the length of the wires. Also, the metallographic 
procedure used to prepare SRM482 for microanalysis 
plays an important role in determining whether or not 
inclusions are observed on polished wire surfaces. 

Analysis of the Au20-Cu80 wire indicates that the 
presence of copper oxide precipitates has minimal im- 
pact on the use of this wire as a standard for EPMA 
analysis. Precipitates are small (< 2 ixm in diameter) 
and their concentration is low enough (< 1 % area) that 
they are easily avoided during EPMA analyses simply 
by observing that the beam is hitting the standard in an 
inclusion free area. When oxide precipitates are avoided, 
EMPA analyses of the Au20-Cu80 wire agree with NBS 
certified values. 

Even though the impact of copper oxide precipitates 
on EPMA analyses appears minor, their presence may 
restrict or preclude the use of some microanalysis tech- 
niques. The use of automated analyses routines to check 
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I mt^ iirUir. r>j^ncf 



^attanai 3^ureau of ^tanrtarcfs 

ffl^rlifkatc of Analgsis 

STANDARD REFERENCE MATERIAL 482 
Gold-Copper Wires for Micro probe Analysis 

I'hese standard rftfRr^iice muteriftls arii designs; J for use iii qi j amti ta ti ve elcjcjcrital nikr<)probft 
analysis. ..\[tlioL]gh the selecliyii t>f this particular system was i^ircunscribed by the reqiiity^nienti 
of atariJaid rtferente materials for electrotl pjroLc min^roanaJysis, the materlais iviil In; (;ti;nallv 
useful foF othf^r rriici-n technique*. Accurate chemical charaeterlzatiHjn Arid iht achitve]ne]it of 
homogeneity on a microscopic Stale were given special empiiasis. 



3R.\1 432 


Color 


Nominal 


Com in CO 


U.S. Bureau 






Average 


Viire 


code 


compoiiLion 


American" 


of the 


Mini-' 


NBS= 


val 


ue'^ 








Au 


Au 


Cu 


Au 


Cu 


Au 


Cu 












Percent hv wtigUi 






A 


Gold 


AulOO 


- 


— 


— 


- 


^ 


100. Oo 


_, 


E 


Grny 


AufiO - Cu20 


80. 10 


SO. 13 


19,31 


80,21 


1=>,85 


80.1, 


19.8, 


C 


Yellow 


Au60 ^ Cu40 


60.30 


GO, 37 


39,36 


60.41 


;^9.e2 


60. 3e 


*X64 


D 


niuc 


Au40 - CuCO 


40.12 


40. Oft 


dS.88 


40.11 


39.97 


40. to 


o9.9o 


E 


Red 


AuSO - CuSO 


20.04 


20.12 


79.34 


20.21 


79.86 


20. Ij 


79.85 


F 


Coppef 


CulOO 


- 


- 


- 


- 


- 


- 


100. Ou, 



*The fire assfty method was employed for the determination of Au by Coim]ict> American, 

^s\t the Tj.5,^ Bureau of the .Mjut, Au was determined by fire assay and Cu wag determined bv 
elee Iro depositio n. 

'At NBS, Au was determined hy precipitation from solution; Cu was determined hv electro- 
deposition. 

''The results of individual laboratories agree within a range of ± 0.1% ahsohite frosn the average 
values. TJie a^eement l>et^veeii rtsults by the different methods and analy^ti, aiu! the summation 
of results dose to 100% for each binary alloy, indicate tiiat the averages are free from siaji i t1 C nnt 
bla$. 

The set of standard refereiieL; mattriais, SR.M 4R2, consists of Sljl wires each ha\-ing a di:i meter 
of approximately O.S mm and a length of ajjproxiitiately 5 cm. For identificatlori, the four alloy 
Viires were covered with an easily removable colored coating. 

The overall <lireetior and coordination of teelinical measurements leading to certification were 
perforin ed under the chairmanship of B. F. Scriiiner. 

The teehnical and supj^ort aspects involved in the preparation, eerlifieation, and issuance of 
these standards were coordinated through the Office of Standard Reference Materials bv 
R. E. Michaelis. 

Giiithcrsburg, MD 20Hy9 fov«) Stanley D. Rasbcrrv, cklef 

August^5,19S8 OfriceofStandaTdRi;f-'.;renccMaier!als 

(Revision of certiRcate 
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PaEPAElATlON AMD PUftJTY: Tlie slAiidarik '.^'crc prepared i>y Coiiudco American, Inc. in th? form of 
wres jpproxiinaicly 150 miiters long. The end members oT the series, a^ ^^'-etl as; the slarting 
materials for the alloys, ^lere of thf. ^u^hest purity grade ajid precautions were taken to ininhi^ize 
contain ! nation. Two of t}]0 alloy slaridaids were hfiat-tr^ateri al ?iBS to improve microiioinageneity. 
Th,e pure [iictal standards were exaTniiiefi by the residual rtEisti%ity ratio tef:hnjque Aud the total of 
filectricaily active irnpurities in e«cli was estimated to be about O.OOlK. The ijold-copper- ivire.^ were 
eTtamined Spectro graphically for jnetaUic impurities; no siginficaint imp iiri ties were found at 
detection limits ranging frorn 0-0001 to 0,010%, 

LOTOinJDIN'.\Lno.\JOGtriE:rnf: Vatiitioii h\ composition alon.s; the full length of each alloy wire was 
in^iestigated by electron probe microanalysis for a]'(;as 25 ^[il divine ter on cross sections at three 
positions along the wire incitidiiig tiie two cntk. The ohaervied differentes in COirlposition for the 
positions, eK pressed ss the ran^e between the (yg!\est and lowest values for each at toy, were as 
foUoivs; 

NominaJ! Composition AuSO AufJO A|,]40 Au2l> 

Observed ran^e* 0,3% 0.7% 0,9% 0.^% 



Homogeneity along the v,ires was also tested hy measurement of the residual resistivitv ratTO- 
These measure men ts indicated that the variation (macroseopic) of composition ilorig all standard 
wires was less than 0.1% absolute, Further information on looj;iludinal homogeneity oi tlte ■ivircs 
was obtained hy determinations of Au at the extreme ends of tiie alloy wires by ihcBureau of the 
Mint; the dlata also indicste that tlie extreme variation along ths i^ires ia'leSs than 0J% absolute. 

TRAi\-SV]iPL!5F, AND MICRO Ho.viOCEriEiTT: Variation in composition within the above mentioned cross 
sections of the wires was investigated hy electron probe microanalysis. For each eroijo section, 
measurements were made along two rlia^jonals at right angles. On each dia^Oibul, determinations 
were made at 2o points, 1 ^m or [ess i[l diameter, starting and ending at approximately 25 fim from 
the edge. Foreaeb alloy, the element which cotild be (ietermiited with the better preeision was used 
in the eva!T]ation. Tlie v;u-iation wag caiculaled in terms of the itandar<i deviation for an individual 
determination for eaeh traverse, lit the table helow, the v.irialion is presented as the range between 
the lowest and Eligliest observed standard delations for the six traverses performed on each aJloy, 

Range of Standard 
Deviations for Traverses * 

0,09 - 0.24% 
Jfi- -27 
,13- .23 

.i;i- .20 



[Nominal 


Element 


Composition 


Determined 


Auao 


Cv. 


AtJ60 


Cu 


Au40 


Atj 


An 20 


Au 



-2- 



675 



Volume 107, Number 6, November-December 2002 

Journal of Research of the National Institute of Standards and Technology 

The homygeneity an a microseapic scale was further investigated by performing quantitative 
nieasiiremeiUs in two arrays of 10 '^ 10 points (1 ^in diameter) on each of the ?;ruiis sections, The 
distance bt^tween adjncent points was S.S ^m, Tliis was repeated on severaJ crass section =. so that 6 
arrays wsrs oblaisierf on *;a(;[\ allov. For the element v/hjch could be measured with better preeiaion. 
the range is ^ven betiveen tlie [oivcst and highest obser^ied standard deviation for an individual 
determination for tixe 6 arrays for each alloy. 



[^JomiTial 


ElemenH 


Ran^e of Standard 


Composition 


Determined 


Deviations for Arrays" 


AuHO 


Cu 


0,19-0.28^^ 


Au60 


Cu 


.2«- :i7 


Au4i:) 


Ati 


.25- .31 


Au20 


Au 


,12- .20 



*The ranfjea indicated are ctose lo lire precisioa of X\\t jtietliuLl acid should be corjsidercd upper 
limits of estimate; of inhoniogeneitv- 

FiXteiisivt hotnogeneily studies ivere peTfortned \^ith theekelron probe mitroaitJrlyatr at SB'S 
hv M. A, Giles, D L, Vieth, R. L. Myklebust, C. E. Fiori, and K. F. J. Heinrich. Measurements of 
residual rcsistivily ratio were miidt: at ]SBS, Boulder, Colorado, hv" R. L, Rutter and R. L. Pouell. 
Heat treatment o( the siloys at VBS was 5>erformed l>y GrE. Hkho ;ujd M. R. .Meyeison, 
Spectrographic survey analyses were made at NBS by V. C. Ste^vart, Determinatiojis oi composition 
were made at Cocrtinco American, Inc., 5[)okane, Washington, by T, A. Rice; at llit U, S, Bureau of 
the Mint, Washington, D, C. by H, G. Haciiori, Jr,; and at KBS by J. R. Baldwin aitd R.. A. Uurst, 
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10. Appendix B. Summary of Original 
Homogeneity Testing 

The original homogeneity testing is thoroughly dis- 
cussed by Heinrich and co-authors [1]. Original homo- 
geneity testing is summarized in this appendix because 
it pertains to the current study and also because the 
original reference (published over 30 years ago and now 
out of print) may be difficult to obtain. 

For SRM 482, EPMA homogeneity testing was per- 
formed at 3 locations along the length of each wire. 
These three locations included both ends and one inter- 
mediate position. At each of these three locations, three 
cross-section samples were metallographically prepared 
(Fig. 12). Homogeneity analyses consisted of three dif- 
ferent measurements referred to as longitudinal homo- 
geneity, transverse homogeneity and micro-homogene- 
ity. Longitudinal homogeneity was measured on all 
metallographically prepared cross-sections while trans- 
verse and micro homogeneity was measured on one 
cross-section at each of the three locations sampled (Fig. 
12). Chemical composition of the wire was determined 
for longitudinal homogeneity whereas for transverse 
and micro homogeneity, x-ray count data was used for 
homogeneity determinations. Longitudinal homogene- 
ity consisted of a broad beam (25 jjim diameter) electron 
probe analysis conducted in opposite quadrants of the 
cross-section. Transverse homogeneity consisted of data 
points collected along two diagonals at right angles. 
Beam size was one micrometer or less in diameter. 

150 meters 



00 




00 




00 





^ Longitudinal 





Transverse 



□ □ Micro 




Twenty-five data points were collected along each diag- 
onal starting and ending approximately 25 |xm from the 
edge of the wire (Fig. 12). For micro-homogeneity, 
quantitative data was collected from a two dimensional 
array of 10 X 10 points. The beam diameter was 1 |xm 
and the distance between adjacent points was 3.5 (jim. 
Micro-homogeneity was also tested in opposite quad- 
rants of the cross-section. A total of over 750 EPMA 
data points were collected to test the homogeneity of 
each wire in SRM 482 [1]. The results of this homo- 
geneity testing are listed in the certificate of analysis 
(Appendix A). 



11. Appendix C. Mechanical Grinding 
and Polishing Procedures 

Work is in progress to develop a recommended proce- 
dure for the sample preparation of SRM 482. Since 
SRM 482 is a standard for chemical microanalysis, the 
use of chemical etchants during sample preparation is 
not recommended. Etchants may alter the certified 
chemical composition of this standard. 

Two different preparation procedures are listed in 
Table 2 of this Appendix to clarify text and figures 
within this manuscript. Neither procedure is ideal or 
recommended by the authors. Procedure #1 is good for 
the retention/observation of oxide inclusions but the fin- 
ished surface is scratched and diamond abrasives are 
impressed. In procedure #2, inclusions are lost and the 
abrasive is heavily impressed into these samples. 

We have observed that the use of fine alumina suspen- 
sions (0.05 |jLm) on napped cloths (dense short napped 
nylon or silk) under a fairly high load (30 N) improves 
the surface finish of theses wires by reducing scratches 
and impressed abrasives. Initial experience indicates, 
however, that the use of alumina may degrade the visi- 
bility of the copper oxide inclusions. Suspensions of 
colloidal silica, when applied as a final polishing step, 
degraded the surface polish of these wires. 



Fig. 12. Original homogeneity testing performed before SRM 482 
was issued. Ttie wires were sampled at three locations, both ends and 
one intermediate position. Three cross-sectional metallographic 
preparations were prepared from each slice. Broad beam (25 \i.m) 
longitudinal homogeneity was tested on each cross-section. Trans- 
verse and micro-homogeneity were performed on one cross-section 
from each slice. 
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Table 2. Preparation procedures 



Preparation Procedure #1 


Step 


Abrasive 


Cloth 


Lubricant 


Load" 


Time 


Rotation 


Speed' 










N 


(min) 


direction'' 


(rpm) 


1 


400 grit silicon 
carbide paper 




Mineral 
oil 


13 


Until 
planar 


Contra 


220 


2 


600 grit silicon 
carbide paper 




Mineral 
oil 


13 


1 


Contra 


220 


3 


6 (JLm diamond 
paste 


Nylon 


Diamond 
extender 


22 


5 


Contra 


220 


4 


1 (JLm diamond 
paste 


Nylon 


Diamond 
extender 


22 


5 


Contra 


220 


5 


0.5 (JLm 

diamond 

suspension 


Short nap 
silk 


Odorless 
Kerosene 


13 


5 


Comp 


220 


Preparation Procedure #2 



400 grit silicon 

carbide paper 

9 (JLm diamond 

paste 

3 (JLm diamond 

paste 

1 (JLm diamond 

paste 

0.1 (JLm 

diamond paste 



Texmet 

1000 

Texmet 

1000 

Texmet 

1000 

Texmet 

1000 



Water 

Diamond 
extender 
Diamond 
extender 
Diamond 
extender 
Diamond 
extender 



13 
13 
13 
13 
13 



Until 

planar 

5-10 

5 

5 

5 



Contra 
Comp 
Comp 
Comp 
Comp 



220 
220 
220 
220 
220 



" Load per sample. 

"" Refers to the direction in which the samples are rotated relative to the rotation direction of the platen surface. Contra means that samples are 

rotated in a direction contradictory to the rotation direction of the platen. Comp means that the samples are rotated in the same direction as the 

platen. 

' Rotation speed of the platen surface. 
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